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2x 9V BAT. 


RESISTANCE VALUES ARE IN OHMS 


CAPACITANCE VALUES ARE IN MICROFARADS 
UNLESS OTHERWISE SPECIFIED 


MODEL NO. REVISION | PCB P/N 
MFJ-219B| | 862-0219B 

440MHz UHF SWR ANALYZER 
3717797] Ma19B_3| MFJ ENTERPRISES, INC. 
117177971 ME19B_3\ 399 INDUSTRIAL PARK RD 
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